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DOUBLE, SURGICAL LIGHT

APPLICATION: Surgical lights illuminate the surgical site for

optimal visualization of small, low-contrast objects at varying

depths in incisions and body cavities.

FDA CLEARANCE OR CE MARK :Yes preferred (FDA)
LIGHT SOURCE, TYPE : HD-LED

Number of light-heads: > 2

Number of bulbs or elements : >70

Volts: <50 VDC

Life, hr: > 40,000

C OLOR TEMPERATURE, K :Any valve from (3500-5000)

Adjustable: Yes
COLOR RENDERING INDEX: > 95

RO value :>90
FIELD SIZE, cm Diameter:> 20
FOCAL LENGTH, cm :>70
ILLUMINATION LEVEL, maximum lux at 1m :> 150000
CONTROLS e
Dimmer : Yes 6/\
Focus :Yes \
Field size : Yes ot )
On sterile handle : Yes

- "f

ROTATION, ° : 360
VERTICAL ADJUSTMENT RANGE, cm :>100

HEAT




SHADOW CONTROL: Yeg

SATELLITES: According to manufacturer (please specify)

BATTERY OR EMERGENCY BACKUP: Yes or smart UPS >
10 KVA

STERILIZABLE HANDLE: Yes
VIDEO CAMERA: Yes,HD or better

Compeatible (type) or integrated: According to manufacturer
(please specify)
Location on lighthead: According to manufacturer (please

specify), central preferred

MINIMUM CEILING HEIGHT, ¢m (in): >220
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SUPPLY VOLTAGE, VAC 200/240 VAC, 50/60 Hz

—

DIAMETER, cm: Light head : > 60_ :

Training : e
Local traing 1 physician & 1 eng (from hospital for 1 week)
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