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Anesthesia WorkStation

> Application: dispense a mixture of gases and vapors and vary the

proportions to control a patient's level of consciousness and/or

analgesia during surgical procedures.

> Patient type: adult, pediatric, neonatal.

The workstation should consist of:

Part I: Anesthesia unit (trolly version)

< Gas supply & control:
e Pipeline gas inlets: at least 3 (N20, 02, air).

e Gas cylinder yokes: (02, N20O, air) (should

include indexing system).

o Fresh gas mixer: Electronic Mixer or Mechanical

'
with digital read out. ,;"
e Common gas outlet /
e Vaporizers: oy
~

=

e Agents: desflurane, isoflurane, sevoflurane.

o Type of vaporizers: according to manufacture,
L
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“a%ed blender (if desflurane selected).

°N
0. 0f vaporizers: 3

o\ : .
4Porizer station: 2 vaporizers mounted in same

time with interlock

7

* 4

Hypoxic Mixture fail-safe. yes

*“* 02 fail safe: yes.

Automatic gas contro] o specialized low flow software

® Type: automatic.

e Ventilation modes control: manual/ spontaneous,
6 MOED ,VCV, PCV, SIMV, CPAP , pressure
support & pressure control volume guaranteed.

e Tidal volume (cc): <(5~1500).

e Minute volume (I/min): < (0~99).

e Frequency Bpm: <(0~100).

e [nspiratory flow (I/min): < (200).

e Pressure limit (cm H20): <(120 adjustable).

L
e PEEP (cm H20): <(0~70). yA /)
/3 4
o [ung recruitment / ¥
% System checks: self-test (automated). Ve /
< Scavenging system: active or passive. N

& Breathing circull:
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Alarmg;
*® High pressure,
* Sub atmospheric pressure (preferred).
° Continuing pressure.
* Low Pressure/apnea.
® Apnea.
® Agent concentration.
® Inadequate 02 supply.
® O2 concentration falls below the preset limit.
® Mains failure.
® Low battery.

< Patient Monitors:

e Touch Screen:

e Size: >15" Type: color LCD or better.

e Bt CO2 , ECG /RESP , SPO2, 2-TEMP , NIPB
and IBP (Optional )
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