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Defibrillator

% Application: Defibrillators deliver a high-voltage electrical
impulse to the heart i order to restore normal rhythm and
contractile function in patients who are experiencing
ventricular fibrillation (VF), ventricular tachycardia (VT), or
another shockable rhythm.

** Energy selection:
- Internal: (5-50) J

=S Bxternal:
V' Adult: (50- 360)J for monophasic, (50-200)J for

Biphasic /\
v’ Pediatric / Neonatal: (2-20)J. 5 X
* Paddle controls: Charge, discharge, Ot efs.” >

* Waveform shape: Biphasic, others. \

<* Synchronizer: Yes. ‘\\__ ;
% Pediatric paddles: Yes.
Optional paddles: Yes (Reusable, Sterilizable).

* Disposable electrodes: Adult and pediatric (for 200 patients).

% AED mode: yes.

<+ ECG MONITOR:
- Type: Color LCD or better.
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- Screen, (in): = (5%3.9).
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ault indicator: Yes.
I:xtcmal Pacem

B

akep: yes.

acing Mode: demgp and/or fixed.
Pacing rate (Ppm): =(25-210)

Output current (mA). <(0-200)
Pulse widy

h (msec):>2(
* ECG Recorder-

Therma| Printer.

Annotation: Time, date, lead, gain, heart rate, operating

mode,
%* Other Monitored Parameters: SpO2, NIBP, IBP, Temperature
and (Optional EtC02).
“* Modular: can be equipped with additional monitoring J /__/\L\
,»'",fr-;'; |
capabilities, et "
%* Cart: Yes.
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< Power: <

e Power Input to be 220-240VAC, 5517{2,G tyRe-/Pl'ug.
%* Battery Power:

- Type: Removable.

Operating time, hr.: > 2 continuous ECG monitoring or

> 20 discharge.

- Recharge time, hr.: <3.
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